Abstract: Magnesium alloys as biodegradable metal implants have received a lot of interest in biomedical applications. However, magnesium alloys have extremely high corrosion rates a in physiological environment, which have limited their application in the orthopedic field. In this study, calcium phosphate compounds (Ca-P) coating was prepared by arginine-glycine-aspartic acid-cysteine (RGDC) peptide-induced mineralization in 1.5 simulated body fluid (SBF) to improve the corrosion resistance and biocompatibility of the AZ31 magnesium alloys. The adhesion of Ca-P coating to the AZ31 substrates was evaluated by a scratch test. Corrosion resistance and cytocompatibility of the Ca-P coating were investigated. The results showed that the RGDC could effectively promote the nucleation and crystallization of the Ca-P coating and the Ca-P coating had poor adhesion to the AZ31 substrates. The corrosion resistance and biocompatibility of the biomimetic Ca-P coating Mg alloys were greatly improved compared with that of the uncoated sample.
Introduction
Traditional implant materials such as titanium and its alloys, steel, and cobalt-chromium alloys are extensively used in orthopedics [1] . These materials can develop excellent mechanical properties during the tissue healing process. However, they have some problems associated with their applications, such as stress shielding effects and releasing toxic ions into the tissue [2] . These issues can cause the inflammatory response and subsequent loss of bone, which may result in implant loosening [3] .
Recently, magnesium and magnesium alloys have attracted much more attention as potential biodegradable implant materials because of their excellent mechanical properties and biocompatibility [4, 5] . The specific density and Young's moduli of Mg are similar to those of human bones, which can reduce the risk of stress shielding effects [6] . However, the Mg alloy extremely high corrosion rate in a physical environment has become one of the major stumbling blocks that limit their development for biomedical applications [7, 8] . Many studies for improving the corrosion resistance of magnesium have been attempted, including alloying [9, 10] , processing [11, 12] , and protective coating [13, 14] . It was known that calcium phosphate compounds (Ca-P) coatings had excellent biocompatibility, osteoconductivity, and non-toxicity in in vivo environment [15] . Several have been reported [16, 17] . From among these, the biomimetic method has attracted several focuses because it can offer a simple, low-temperature, non-toxic, and non-line-of-sight process [18] . Moreover, the solution used during the coating process is similar to human plasma to prepare safe, biocompatible coatings.
Many researchers have introduced some active molecules on the surface of magnesium alloys to promote mineralization of Ca-P coatings. Lin et al. [19] prepared a hydroxyapatite (HA) coating by the biomimetic method in a Ca-P solution with the assistance of polydopamine on the surface of AZ31 and confirmed that polydopamine has the ability to induce mineralization of the apatite layer. Gao et al. [20] firstly dipped grapheneoxide (GO) coating on AZ91 and then prepared a HA/GO hybrid coating by a biomimetic method, finding that GO greatly promoted nucleation and crystallization for HA growth. This hybrid coating can effectively improve the corrosion resistance of Mg alloys.
RGD (Arg-Gly-Asp) sequence was identified that it can mediate the attachment of cells to several plasma and extracellular matrixc (ECM) proteins, such as fibronectin, vitronectin, collagen, and laminin. Also, it has the ability to bind with a variety of cells through ligand-receptor interactions. Therefore, researchers have immobilized RGD-containing peptides onto the surface of biomaterials to promote cell attachment [21] [22] [23] . Cao et al. [24] immobilized RGD peptide on the TiO2 nanotubes for investigating its influence on bone mesenchymal stem cells (BMSCs) adhesion and osteogenic gene expression. Secchi et al. [25] confirmed that arginyl-glycyl-aspartyl-serine (RGDS) peptides immobilized on the titanium alloy stimulated bone cell differentiation. In addition to promoting cell attachment, RGD is also rich in carboxyl active functional groups. It has been verified that surface functional groups play an important role in calcium phosphate nucleation [26, 27] . However, the studies about whether RGD peptide has influence on the formation of Ca-P coating are rarely reported.
In the present study, arginine-glycine-aspartic acid-cysteine (RGDC) peptide is immobilized onto the surface of AZ31 magnesium alloys through a covalent attachment to induce the formation of Ca-P coating on magnesium alloy in 1.5 simulated body fluid (SBF). The corrosion resistance and biocompatibility of the Ca-P coatings are investigated.
Results and Discussion

Surface Characterization
After each step of grafting RGD on AZ31, X-ray photoelectron spectroscopy (XPS) was carried out to determine the surface elements. Figure 1 displays the C1s spectrum at each step of grafting RGDC. A-AZ31 principally shows two components, C-H at 284.4 eV and C-N at 285.5 eV (Figure 1a ) [28] . After grafting 3-Succinimidyl-3-Mal-eimidoPropionate (SMP), there appear C(=O)N amino groups related to the C1s peak, and amide-C (286.1 eV) and imide-C (288.0 eV) are detected in addition to C-H at 284.4 eV, C-N at 285.5 eV (Figure 1b) [29] . When RGDC peptide was immobilized on the surface of AZ31, the area of amide-C and imide-C increased (Figure 1c ). Table 1 showed that after treating with three-aminopropyltriethoxysilane (APTES), silicon and nitrogen were detected on the surface of AZ31 and N/Si ratio was 3.56/4.1, slightly lower than APTES ratio (1:1), and may be attributed to hydrolysis of the NH2 groups [23] . After grafting with SMP, the stoichiometric N/Si ratio is 2:1 and the experimental value gave 5.14:4.29, thus illustrating that SMP grafting effectively takes place without systematic hanging. That may be due to the inadequate reaction of the NH2 groups hydrolysis of A-AZ31 with maleimide group in the SMP. There is also a significant increase in nitrogen content, as can be seen from the N/Si ratio found in Table 1 . Figure 2 shows one maximum component at 102.7 eV corresponding to a typical SiO3C bonding. Therefore, it can be indicated that the -CH2-CH2-NH2 chains are well grafted on the surface of AZ31. However, no additional modifications were discovered for Si2p spectra.
The RGDC includes a sulfur-containing cysteine residue that can be regarded as a mark for the presence of peptide. When the RGDC has been immobilized, a very small amount of sulfur is detected (Table 1) and Si2p spectra appear at 164 eV and 168.5 eV, suggesting that maleimide groups are covalently bound to the sulfhydryl of RGDC peptide, and RGDC are successfully grafted onto the surface of AZ31. Table 1 showed that after treating with three-aminopropyltriethoxysilane (APTES), silicon and nitrogen were detected on the surface of AZ31 and N/Si ratio was 3.56/4.1, slightly lower than APTES ratio (1:1), and may be attributed to hydrolysis of the NH 2 groups [23] . After grafting with SMP, the stoichiometric N/Si ratio is 2:1 and the experimental value gave 5.14:4.29, thus illustrating that SMP grafting effectively takes place without systematic hanging. That may be due to the inadequate reaction of the NH 2 groups hydrolysis of A-AZ31 with maleimide group in the SMP. There is also a significant increase in nitrogen content, as can be seen from the N/Si ratio found in Table 1 . Figure 2 shows one maximum component at 102.7 eV corresponding to a typical SiO 3 C bonding. Therefore, it can be indicated that the -CH 2 -CH 2 -NH 2 chains are well grafted on the surface of AZ31. However, no additional modifications were discovered for Si2p spectra.
The RGDC includes a sulfur-containing cysteine residue that can be regarded as a mark for the presence of peptide. When the RGDC has been immobilized, a very small amount of sulfur is detected (Table 1 ) and Si2p spectra appear at 164 eV and 168.5 eV, suggesting that maleimide groups are covalently bound to the sulfhydryl of RGDC peptide, and RGDC are successfully grafted onto the surface of AZ31. S-AZ31. In addition, a few cracks and defects are observed in the coating (Figure 3c,d ). However, a large number of spherical particles with a diameter of about 1-2 µm were deposited on the surface of R-AZ31 and showed less cracks (Figure 3c ). From SEM observation, spherical particles increased in number and size and were closely stacked together with longer growth time (seven days) for all the specimens (Figure 3f-h) . The surface of AZ31 and S-AZ31 were partially covered by a number of increasing particles, but the cracks are still clearly observed (Figure 3f,g ). However, the surface was completely covered by the coating, no cracks and defects were found on the R-AZ31 surface, as seen from Figure 3f . It was obvious that the coating became more uniform and denser with the use of RGDC.
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Materials 2017, 10, 358 6 of 15 Figure 6 illustrates X-ray diffraction patterns of the AZ31 substrate with and without calcium phosphate coating. Besides the diffraction peaks of Mg from the AZ31 substrate, new peaks appear for all the coating samples. The peak at 2θ = 26° represents the reflection of (002) plane of HA, and the peak at 2θ = 29.2° is attributed to the reflection of (210) plane of HA phase. In addition, a weak peak was observed at 2θ = 32° in the coating group spectrum, which corresponds to the overlapping of the (211) and (112) diffraction planes and is indicative of a poorly crystalline, bone-like HA. The strongest peak of HA is detected in the R-AZ31 coated group. Figure 7 shows the water contact angles measured from the samples at different stages. The contact angle of AZ31 is 54.6°; after subsequent APTES treatment, it exhibits hydrophobic surface with a contact angle of 63°, and when the SMP and RGDC are grafted, the wettability of the sample considerably increased with a contact angle of 41° and 48°, respectively. However, the contact angle of R-AZ31 reduced after Ca-P coating deposited. The results showed that the Ca-P coating increased hydrophobicity of substrates. 
Scratch Adhesion
The scratch adhesion test results are shown in Figure 8 . To peel off the Ca-P coating from the R-AZ31 surface required about 3.3 N, a slight higher load than AZ31, which was about 2.35 N. The Ca-P coatings were crumbled and smeared out along the path of the pyramid diamond tip before the coatings detached from the substrates (Figure 9 ). The results confirmed that the Ca-P coatings had a poor strength to the AZ31 substrate. Figure 7 shows the water contact angles measured from the samples at different stages. The contact angle of AZ31 is 54.6 • ; after subsequent APTES treatment, it exhibits hydrophobic surface with a contact angle of 63 • , and when the SMP and RGDC are grafted, the wettability of the sample considerably increased with a contact angle of 41 • and 48 • , respectively. However, the contact angle of R-AZ31 reduced after Ca-P coating deposited. The results showed that the Ca-P coating increased hydrophobicity of substrates.
The scratch adhesion test results are shown in Figure 8 . To peel off the Ca-P coating from the R-AZ31 surface required about 3.3 N, a slight higher load than AZ31, which was about 2.35 N. The Ca-P coatings were crumbled and smeared out along the path of the pyramid diamond tip before the coatings detached from the substrates (Figure 9 ). The results confirmed that the Ca-P coatings had a poor strength to the AZ31 substrate. 
The scratch adhesion test results are shown in Figure 8 . To peel off the Ca-P coating from the R-AZ31 surface required about 3.3 N, a slight higher load than AZ31, which was about 2.35 N. The Ca-P coatings were crumbled and smeared out along the path of the pyramid diamond tip before the coatings detached from the substrates (Figure 9 ). The results confirmed that the Ca-P coatings had a poor strength to the AZ31 substrate. Figure 10 presents the potentiodynamic polarization curves of the substrate with and without coating and the corresponding electrochemical parameters are listed in Table 2 . It is obvious that AZ31 substrate has the highest icorr (1.64 × 10 −5 A/cm 2 ) and the most negative Ecorr (−1.389 V vs. Ag/AgCl) value. The S-AZ31 exhibits more positive Ecorr (−1.339 V vs. Ag/AgCl) and slightly lower icorr (8.3 × 10 −6 A/cm 2 ) than that of bare AZ31 substrate, while R-AZ31 shows more positive Ecorr (−1.324 V vs. Ag/AgCl) and slightly lower icorr (6.7 × 10 −6 A/cm 2 ) than the S-AZ31. The results showed that the icorr decreased and the Ecorr increased with increasing numbers of self-assembled monolayer grafted on the surface of AZ31, which suggests a certain anticorrosion ability of the self-assembled monolayer. The HA coated AZ31 has slightly more positive Ecorr and lower icorr compared with Figure 10 presents the potentiodynamic polarization curves of the substrate with and without coating and the corresponding electrochemical parameters are listed in Table 2 . It is obvious that AZ31 substrate has the highest icorr (1.64 × 10 −5 A/cm 2 ) and the most negative Ecorr (−1.389 V vs. Ag/AgCl) value. The S-AZ31 exhibits more positive Ecorr (−1.339 V vs. Ag/AgCl) and slightly lower icorr (8.3 × 10 −6 A/cm 2 ) than that of bare AZ31 substrate, while R-AZ31 shows more positive Ecorr (−1.324 V vs. Ag/AgCl) and slightly lower icorr (6.7 × 10 −6 A/cm 2 ) than the S-AZ31. The results showed that the icorr decreased and the Ecorr increased with increasing numbers of self-assembled monolayer grafted on the surface of AZ31, which suggests a certain anticorrosion ability of the self-assembled monolayer. The HA coated AZ31 has slightly more positive Ecorr and lower icorr compared with Figure 10 presents the potentiodynamic polarization curves of the substrate with and without coating and the corresponding electrochemical parameters are listed in Table 2 . It is obvious that AZ31 substrate has the highest i corr (1.64 × 10 −5 A/cm 2 ) and the most negative E corr (−1.389 V vs. Ag/AgCl) value. The S-AZ31 exhibits more positive E corr (−1.339 V vs. Ag/AgCl) and slightly lower i corr (8.3 × 10 −6 A/cm 2 ) than that of bare AZ31 substrate, while R-AZ31 shows more positive E corr (−1.324 V vs. Ag/AgCl) and slightly lower i corr (6.7 × 10 −6 A/cm 2 ) than the S-AZ31. The results showed that the i corr decreased and the E corr increased with increasing numbers of self-assembled monolayer grafted on the surface of AZ31, which suggests a certain anticorrosion ability of the self-assembled monolayer. The HA coated AZ31 has slightly more positive E corr and lower i corr compared with R-AZ31, and the i corr value of S-AZ31-HA is lower than that of AZ31-HA. This indicates that the corrosion resistance of single calcium phosphate coatings is better than the self-assembled monolayer, while composite coatings have better corrosion resistance than single calcium phosphate coatings [32] . However, after deposition of calcium phosphate coating, the E corr of R-AZ31 positively shifted to −1.231 V and its i corr decreased to 1.42 × 10 −6 A/cm 2 , which implies that the composite coatings of R-AZ31-HA have the best effect on improving the corrosion resistance of the substrate in SBF. R-AZ31, and the icorr value of S-AZ31-HA is lower than that of AZ31-HA. This indicates that the corrosion resistance of single calcium phosphate coatings is better than the self-assembled monolayer, while composite coatings have better corrosion resistance than single calcium phosphate coatings [32] . However, after deposition of calcium phosphate coating, the Ecorr of R-AZ31 positively shifted to −1.231 V and its icorr decreased to 1.42 × 10 −6 A/cm 2 , which implies that the composite coatings of R-AZ31-HA have the best effect on improving the corrosion resistance of the substrate in SBF. The improvement of corrosion resistance for R-AZ31-HA can be attributed to two factors. Firstly, when APTES, SMP and RGDC are grafted on the surface of AZ31, these self-assembled monolayers have a positive effect on providing corrosion protection on AZ31. Secondly, Ca-P coating on the surface of AZ31 is also favorable for improving the corrosion resistance of the substrate. Therefore, composite coating contributes to improving the corrosion resistance of magnesium alloys. Figure 11 shows the volume variation of hydrogen gas as a function of immersion time in SBF for the samples. For the AZ31, the volume of hydrogen gas increases significantly for the first 40 h immersion and then gradually slows down for the subsequent immersion time to give a total H2 evolution volume of 15.8 ml after immersion for five days, which represents the highest corrosion rate. The hydrogen gas evolution rates of S-AZ31 and R-AZ31 are slightly lower than AZ31, with total H2 evolution volumes of 11.3 mL and 10.9 mL, respectively, during the same immersion time. The amount of H2 has been collected for AZ31-HA during SBF incubation, 9.5 mL/cm 2 within five days, which is lower than that of R-AZ31 (10.9 mL/cm 2 ), but slightly higher than that of S-AZ31-HA (9.1 mL/cm 2 ). However, for the R-AZ31-HA, the H2 evolution rate slowly increases with the immersion time and only 7.5 mL H2 is collected, which shows the lowest corrosion rate among all the specimens, and indicates that the self-assembled monolayer of RGDC and Ca-P coating have The improvement of corrosion resistance for R-AZ31-HA can be attributed to two factors. Firstly, when APTES, SMP and RGDC are grafted on the surface of AZ31, these self-assembled monolayers have a positive effect on providing corrosion protection on AZ31. Secondly, Ca-P coating on the surface of AZ31 is also favorable for improving the corrosion resistance of the substrate. Therefore, composite coating contributes to improving the corrosion resistance of magnesium alloys. Figure 11 shows the volume variation of hydrogen gas as a function of immersion time in SBF for the samples. For the AZ31, the volume of hydrogen gas increases significantly for the first 40 h immersion and then gradually slows down for the subsequent immersion time to give a total H 2 evolution volume of 15.8 ml after immersion for five days, which represents the highest corrosion rate. The hydrogen gas evolution rates of S-AZ31 and R-AZ31 are slightly lower than AZ31, with total H 2 evolution volumes of 11.3 mL and 10.9 mL, respectively, during the same immersion time. The amount of H 2 has been collected for AZ31-HA during SBF incubation, 9.5 mL/cm 2 within five days, which is lower than that of R-AZ31 (10.9 mL/cm 2 ), but slightly higher than that of S-AZ31-HA (9.1 mL/cm 2 ). However, for the R-AZ31-HA, the H 2 evolution rate slowly increases with the immersion time and only 7.5 mL H 2 is collected, which shows the lowest corrosion rate among all the specimens, and indicates that the self-assembled monolayer of RGDC and Ca-P coating have corrosion protection to the substrate. These results are consistent with the electrochemical experiment that R-AZ31-HA should have the best corrosion resistance. Figure 12 shows the L-929 cell viability cultured with extractions of AZ31, AZ31-HA, R-AZ31-HA for different periods (1, 3, 5 and 7 d). It can be seen that the viability AZ31, AZ31-HA, and R-AZ31-HA are all above 80%, which verifies the non-toxicity of the as-prepared samples. However, the cell viability of the AZ31-HA and R-AZ31-HA groups are better than the AZ31 group at these four times (p < 0.05). These results indicate that Ca-P coating on magnesium alloys promotes the cell viability of L-929 cell in vitro. It may be because the dissolution from the Ca-P coating acts as a growth factor in the differentiation of L-929 [33, 34] . However, there was no significant difference in cell viability between the AZ31-HA group and R-AZ31-HA group, which indicated that RGDC below the Ca-P coating could not promote the cell proliferation. Figure 13 displays optical microscopy images reflecting the morphologies of the L-929 cells cultured in different sample extracts after 7 d. The cell number of AZ31 extracts was obviously less than AZ31-HA extracts, R-AZ31-HA extracts and negative control. The cell morphology in the uncoated group and the coated group were normal and healthy, similar to that of the cells with elongated spindle morphology incubated in the culture media. Figure 12 shows the L-929 cell viability cultured with extractions of AZ31, AZ31-HA, R-AZ31-HA for different periods (1, 3, 5 and 7 d). It can be seen that the viability AZ31, AZ31-HA, and R-AZ31-HA are all above 80%, which verifies the non-toxicity of the as-prepared samples. However, the cell viability of the AZ31-HA and R-AZ31-HA groups are better than the AZ31 group at these four times (p < 0.05). These results indicate that Ca-P coating on magnesium alloys promotes the cell viability of L-929 cell in vitro. It may be because the dissolution from the Ca-P coating acts as a growth factor in the differentiation of L-929 [33, 34] . However, there was no significant difference in cell viability between the AZ31-HA group and R-AZ31-HA group, which indicated that RGDC below the Ca-P coating could not promote the cell proliferation. Figure 13 displays optical microscopy images reflecting the morphologies of the L-929 cells cultured in different sample extracts after 7 d. The cell number of AZ31 extracts was obviously less than AZ31-HA extracts, R-AZ31-HA extracts and negative control. The cell morphology in the uncoated group and the coated group were normal and healthy, similar to that of the cells with elongated spindle morphology incubated in the culture media. Figure 12 shows the L-929 cell viability cultured with extractions of AZ31, AZ31-HA, R-AZ31-HA for different periods (1, 3, 5 and 7 d). It can be seen that the viability AZ31, AZ31-HA, and R-AZ31-HA are all above 80%, which verifies the non-toxicity of the as-prepared samples. However, the cell viability of the AZ31-HA and R-AZ31-HA groups are better than the AZ31 group at these four times (p < 0.05). These results indicate that Ca-P coating on magnesium alloys promotes the cell viability of L-929 cell in vitro. It may be because the dissolution from the Ca-P coating acts as a growth factor in the differentiation of L-929 [33, 34] . However, there was no significant difference in cell viability between the AZ31-HA group and R-AZ31-HA group, which indicated that RGDC below the Ca-P coating could not promote the cell proliferation. Figure 13 displays optical microscopy images reflecting the morphologies of the L-929 cells cultured in different sample extracts after 7 d. The cell number of AZ31 extracts was obviously less than AZ31-HA extracts, R-AZ31-HA extracts and negative control. The cell morphology in the uncoated group and the coated group were normal and healthy, similar to that of the cells with elongated spindle morphology incubated in the culture media. 
Corrosion Resistance
Cytotoxicity Evaluation
Materials and Methods
Materials
Three-aminopropyltriethoxysilane (APTES) and 3-Succinimidyl-3-Mal-eimidoPropionate (SMP) were purchased from Sigma-Aldrich, USA. RGDC was synthesized by the biochemical laboratory of Lanzhou University in China. AZ31 Mg alloy with the major elements of approximately 3-3.2 wt % Al, 0.8 wt % Zn and 0.4 wt % Mn was purchased from Hongxing Metal Material Co., Ltd., Dongguan, China.
Sample Preparation
AZ31 were cut into rectangular samples with the size of 10 mm × 10 mm × 1 mm and the surfaces were ground with 2000 grit SiC paper, rinsed ultrasonically with acetone, ethanol, and deionized water for 15 min, respectively, and then air dried. All samples were soaked in 5 M/L NaOH solution for 12 h at 80 °C, aged in water for 4 h at 80 °C, and then air dried.
Silanization with APTES
RGDC was immobilized by means of a three-step reaction procedure as shown in Figure 14 . An aminosilane linker was used to achieve RGDC peptide immobilization on magnesium alloy. Silanization was carried out by immersing the substrates in a solution of APTES in a toluene solution, of which the volume ratio was 1:20, reflux heating for 4 h, and natural cooling for 12 h. Then the samples were rinsed with the toluene solution, ethanol, and deionized water three times, respectively. The samples were labeled as A-AZ31.
Cross-Linking with SMP
Silanized substrates were incubated for 12 h at room temperature with a solution of 20 mL of acetonitrile containing 20 mg of N-succinimidyl-3-Maleimidoproprionate (SMP) and the samples were rinsed with acetonitrile three times to remove unconjugated SMP; then they were rinsed thoroughly with deionized water. The samples were labeled as S-AZ31. 
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AZ31 were cut into rectangular samples with the size of 10 mm × 10 mm × 1 mm and the surfaces were ground with 2000 grit SiC paper, rinsed ultrasonically with acetone, ethanol, and deionized water for 15 min, respectively, and then air dried. All samples were soaked in 5 M/L NaOH solution for 12 h at 80 • C, aged in water for 4 h at 80 • C, and then air dried.
Silanization with APTES
Cross-Linking with SMP
RGDC Peptide Was Immobilized on AZ31
A solution of RGDC was prepared in DMF (N,N-dimethyl-formamide) with the concentration of 1 mg/mL, all the samples were immersed in RGDC solution for 24 h at room temperature, then they were removed and rinsed with DMF and deionized water several times. The samples were labeled as R-AZ31.
Biomimetic Coating
In this study, biomimetic Ca-P coating was prepared in 1.5 SBF. The ion concentrations of SBF and 1.5 SBF are listed in Table 3 . The initial pH of 1.5 SBF was adjusted to 7.4 using Tris-HCl buffer. AZ31, S-AZ31 and R-AZ31 samples were immersed in 1.5 SBF for two and seven days, respectively, at 37 °C. Then, the samples were removed, rinsed with deionized water, and air dried. 
Surface Characterization
X-ray photoelectron spectroscopy (ESCALAB 250Xi, Thermo Scientific, Waltham, MA, USA) was used at each step of the RGD peptides grafting to determine whether the RGD was successfully immobilized onto the surface of AZ31. The morphology of the coating on the substrate was examined using SEM/EDS analysis with a scanning electron microscope (Hitachi S-4800, Hitachi, Ltd., Tokyo, Japan). The phase compositions of coating were identified by X-ray diffraction (D/MAX-2400, Rigaku Co., Ltd., Tokyo, Japan) with a Cu Kα radiation source at 40 kV and 150 mA. 
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In this study, biomimetic Ca-P coating was prepared in 1.5 SBF. The ion concentrations of SBF and 1.5 SBF are listed in Table 3 . The initial pH of 1.5 SBF was adjusted to 7.4 using Tris-HCl buffer. AZ31, S-AZ31 and R-AZ31 samples were immersed in 1.5 SBF for two and seven days, respectively, at 37 • C. Then, the samples were removed, rinsed with deionized water, and air dried. 
Surface Characterization
X-ray photoelectron spectroscopy (ESCALAB 250Xi, Thermo Scientific, Waltham, MA, USA) was used at each step of the RGD peptides grafting to determine whether the RGD was successfully immobilized onto the surface of AZ31. The morphology of the coating on the substrate was examined using SEM/EDS analysis with a scanning electron microscope (Hitachi S-4800, Hitachi, Ltd., Tokyo, Japan). The phase compositions of coating were identified by X-ray diffraction (D/MAX-2400, Rigaku Co., Ltd., Tokyo, Japan) with a Cu Kα radiation source at 40 kV and 150 mA. The contact angle of samples at different stages were measured using 4 µL water droplets on a contact angle goniometer (JC2000D1, Shanghai zhongchen digital technic apparatus Co., Ltd., Shanghai, China) at room temperature and the average value was calculated from three measurements conducted on three different samples.
Scratch Adhesion
To evaluate the adhesion force between coating and Mg substrate, a scratch test of substrates was done. A Vickers pyramid diamond tip with a radius of 200 µm is used. At constant speed, the tip is pulled along the surface of the film and as the sample is scanned, the tip is subjected to an increasing load up to a maximum of 5 N. Table 4 shows typical load parameters used for scratch testing. The scratch traces were observed by Optical microscope. The corrosion behaviors of samples were investigated by potentiodynamic polarization curves using a 273A potentiostat on the Autolab PGSTAT302N electrochemical system. The tests were carried out in the simulated body fluid (SBF) at 37 • C. A three-electrode cell was used for electrochemical measurements with an Ag/AgCl electrode (saturated with KCl) as a reference electrode, a platinum plate as a counter electrode, and the biomimetic synthesis specimen as the working electrode. Before the experiment, the samples were stabilized at their open circuit potential (OCP) for 10 min.
Immersion Test
The immersion test was carried out in SBF at 37 • C, and the initial pH was adjusted to 7.4. The hydrogen evolution rate was monitored during the immersion time, and the hydrogen evolution device was the same as described by Shi et al. [35] . After five days, all samples were removed, rinsed with distilled water, and air dried.
Cell Culture
AZ31 samples with and without coating were disinfected by ultraviolet light for 20 min before cell culture. Mouse connective tissue cell line (L-929; Cell Bank at the Chinese Academy of Sciences, Lanzhou, China) were cultured in Dulbecco's modified Eagle's medium (DMEM, Gibco), and supplemented with 10% fetal bovine serum (FBS; Sijiqing Hangzhou) and 1% streptomycin and penicillin in a humidified incubator with 5% CO 2 at 37 • C. The sample extracts were prepared using DMEM serum-free cell culture medium with a surface area/extraction medium ratio of 1 cm 2 /mL, and then incubated in a humidified incubator with 5% CO 2 at 37 • C for 72 h. The negative control is the DMEM medium and the positive control is the DMEM medium containing 10% dimethylsulfoxide (DMSO; Sigma-Aldrich, St. Louis, MO, USA). L929 were incubated for 24 h in 96-well cell plates at density of 1 × 10 4 cells/200 µL cell culture medium in each well. Then, the cell culture medium of each well was replaced by 200 µL of extracts for the experimental and control groups. The plates were incubated at 37 • C for 1, 4 and 7 d. At the end of each incubation time, the media was replaced with 10 µL 3-(4,5-dimethylthiazol-2-yl)-2,5-Diphenyltetrazolium bromide (MTT; Sigma-Aldrich, St. Louis, MO, USA), and incubated for 4 h at 37 • C in darkness. Afterwards, 100 µL of a formazan solubilization solution (10% sodium dodecyl sulfate in 0.01 M HCl) was added to each well and the samples were incubated overnight. The optical density (OD) was determined using a microplate reader (Elx 800, Bio-Tek, Winooski, VT, USA) at a wavelength of 570 nm. After incubation for seven days, cell culture photos were obtained using an inverted optical microscope (IX2, Olympus, Tokyo, Japan).
Conclusions
The present study demonstrated that Ca-P coating was successfully prepared on the AZ31 with the use of RGDC by using a biomimetic method. The contact angle results indicated that RGDC and Ca-P coating increased the wettability of substrates and the scratch adhesion test confirmed that biomimetic Ca-P coating had poor adhesion force to the AZ31 substrate. Potentiodynamic polarization test and hydrogen evolution measurement showed that the formed R-AZ31-HA composite coating significantly improved the anticorrosion ability of magnesium alloy in SBF. The in vitro cellular tests revealed that the coating showed no cytotoxic reaction to L929 and significantly enhanced the cellular responses. These results suggest that biomimetic Ca-P coating on AZ31 with the assistance of RGDC is a promising approach for modifying the biodegradable implant surface.
